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Optical and radio frequency standards located in JILA and National Institute of Standards and Technology
(NIST) laboratories have been connected through a 3.45-km optical fiber link. An optical frequency standard
based on an iodine-stabilized Nd:YAG laser at 1064 nm (with an instability of ;4 3 10214 at 1 s) has been
transferred from JILA to NIST and simultaneously measured in both laboratories. In parallel, a hydrogen
maser-based radio frequency standard (with an instability of ;2.4 3 10213 at 1 s) is transferred from NIST to
JILA. Comparison between these frequency standards is made possible by the use of femtosecond frequency
combs in both laboratories. The degradation of the optical and rf standards that are due to the instability in
the transmission channel has been measured. Active noise cancellation is demonstrated to improve the trans-
fer stability of the fiber link. © 2003 Optical Society of America
OCIS codes: 120.0120, 060.0060, 120.3930, 140.7090, 120.5050.
1. INTRODUCTION
The stability of the best microwave and optical frequency
standards, for times less than approximately one week,
can now exceed the capabilities of the traditional trans-
mission systems [i.e., Global Positioning System (GPS),
two-way time transfer] used to distribute these time and
frequency reference signals to remote sites. The insta-
bilities in transmission channels can contribute a signifi-
cant fraction of the overall uncertainty in the comparison
of high-performance standards that are not collocated.1
This fact has been occasionally used as a counterargu-
ment against further development of frequency standards
that have higher stabilities. Although improvement in
the transfer process over large-scale signal paths remains
challenging, researchers have been experimenting with
optical fibers as effective means for local networks of dis-
semination or comparison of time and frequency stan-
dards, both in the microwave and optical domains. The
attractiveness of this approach lies in the fact that an en-
vironmentally isolated fiber can be considerably more
stable than open-air paths, especially at short time scales.
Furthermore, the same advantages enjoyed by communi-
cation systems in optical fiber (e.g., low loss and scalabil-
ity) can be realized in a time and frequency distribution
system. Active stabilization of fiber-optic channels for
the distribution of reference frequencies can also be em-
ployed to improve the stability of the transmitted stan-
dard. Besides the obvious benefit of more precise time
and frequency transfer, an actively stabilized optical fiber
network can play a critical role in the implementation of
long-baseline coherent interferometry.
As the first example, NASA’s Deep Space Network re-
quires distribution of ultrastable reference frequencies
from their Signal Processing Center at the Jet Propulsion
Laboratory to multiple antenna sites for the gravity wave
searches, occultation science, and other radio science
experiments.2 In that work, a stabilized fiber-optic dis-
tribution system was developed for microwave frequency
dissemination. An optical carrier was amplitude modu-
lated with the rf standard and sent to the remote site
through the fiber link. Environmental perturbations on
the fiber, such as vibration or temperature variation, in-
troduced group-delay variations and degraded the fre-
quency stability of the rf standard. To eliminate the in-
duced fiber noise actively, a signal was sent back to the
transmitting site with proper coding to distinguish the
round-trip signal from the launched one. The round-trip
rf signal contained the fiber-induced noise and was used
to derive an error signal to control the group delay of the
transmitted path by use of a temperature-compensated fi-
ber reel. Instability of parts in 1014 at 1 s was achieved
for a 16-km-long fiber buried 1.5 m beneath the Earth’s
surface. A cryogenic sapphire oscillator was needed at
the remote site for the short-term requirement, as an in-
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stability of approximately 5 3 10215 at 1 s is required for
the desired gravitational wave searches.
Time transfer over a 200-km optical fiber plant be-
tween Phoenix and Tucson, Arizona, was also recently re-
alized with subpicosecond rms fluctuations over a 3.5-day
period.3 In this study the optical carrier was a 1.55-mm
laser diode and the time information was encoded by am-
plitude modulation of the diode with a 155.52-MHz rf sig-
nal [corresponding to the OC-3 synchronous optical net-
work (SONET) frequency]. Similar to the NASA study, a
portion of the signal at the receiver was returned to the
transmitter, where the phase differences between the
original and the (round-trip) transmitted signal were
measured in the electrical domain. Based on these phase
differences, the overall time delay was actively controlled
to compensate for fluctuations in the optical path length
of the fiber. This optical-based approach was found to be
superior to remote steering of time by means of a tunable
frequency synthesizer at the receiver end.
Optical frequency standards have also been transferred
through an optical fiber. Real-time sensing of the fiber-
induced phase noise and active servo control of up to a few
kilohertz bandwidth were sufficient to suppress the opti-
cal phase noise completely and to maintain a millihertz
level tracking capability between the optical carriers at
the two ends of a 25-m-long polarization-maintaining fi-
ber located in our JILA laboratory.4 A similar approach
was adopted in the laboratory of Bergquist at NIST to de-
liver hertz-linewidth laser light for the study of a single-
mercury ion-based optical frequency standard.5,6 This
optical frequency standard is connected to a femtosecond
comb-based frequency measurement system by means of
a 180-m-long fiber located inside the NIST building.7
Without an active phase-noise-cancellation feedback sys-
tem, the laser linewidth transmitted through an optical
fiber will certainly experience broadening; however, the
accumulated frequency shift over an extended averaging
period was determined to be less than 3 Hz over a 3-km-
long fiber.8 With the recent demonstration of optical
atomic clocks,9,10 interest in the development of highly
stable and accurate optical fiber transmission networks
has become stronger, for obvious reasons: the unprec-
edented stability promised by optical frequency standards
will need direct optical links for distribution and inter-
comparison.
We report our recent research in transmitting and com-
paring highly stable rf and optical frequency standards by
using two installed dark fibers in the Boulder Research
and Administrative Network (BRAN).11 The optical link
between the laboratories located, respectively, in JILA
and the National Institute of Standards and Technology
(NIST) Boulder is a 6.9-km-long round trip. A hydrogen
maser-based rf standard with an instability of ;2.4
3 10213 at 1 s is transferred from NIST to JILA. This
maser-based rf reference, approximately ten times more
stable than a commercial Cs atomic clock in JILA, is used
as the time base for femtosecond-laser-based optical
combs used for absolute optical frequency
measurements.12 The maser-based signal is also used to
make direct comparisons against the output of an optical
clock, i.e., the repetition frequency of the femtosecond
comb stabilized by an optical transition.10 This optical
frequency standard is based on an iodine-stabilized
Nd:YAG laser at 1064 nm with an instability of ;4
3 10214 at 1 s, and this optical frequency has been trans-
ferred from JILA to NIST by use of the second fiber.
With independent femtosecond frequency combs operat-
ing in both laboratories, the absolute optical frequency
can be measured simultaneously with reference to the
common maser-based rf standard. A direct optical fre-
quency comparison enabled by the fiber link has also been
carried out, with results that are clearly superior to the
rf-based measurements. We also include measurements
of the degradation of the optical and rf standards that are
due to the instability in the transmission channel. Ac-
tive frequency-noise cancellation over the 6.9-km-long
round-trip link has been developed, with optical fre-
quency transfer instability between JILA and NIST
through the BRAN fiber now reaching 3 3 10215 at 1 s af-
ter noise cancellation. A unique aspect of the optical
phase noise compensation reported in this study is that
the transit time of the optical link is comparable with the
coherence time of the laser, leading to interesting coher-
ence effects. Entering into the details of this paper, we
first give a brief introduction to the BRAN fiber, and we
then discuss the work on transfer and measurement of rf
standards in Section 2 and the optical standards in Sec-
tion 3. Active fiber noise cancellation is discussed in Sec-
tion 4.
The BRAN links the University of Colorado with some
of Boulder’s federal and other research laboratories and
city offices through single-mode optical fiber. The 96-
fiber bundle is installed in underground conduits and
steam tunnels in an urban area and has an overall length
of approximately 11 km. The BRAN fiber itself has a de-
pressed cladding structure and is single mode at 1.3 mm,
with the zero-dispersion wavelength near 1.3 mm and an
attenuation coefficient at 1.3 mm of approximately 20.4
dB/km, according to the manufacturer. The network is
divided into multiple sections that range from a few hun-
dred meters to a few kilometers. Fibers in different sec-
tions of the network are connected with fiber-optic con-
nectors at breakout panels located at various points of the
network. When measured with an optical time-delay re-
flectometer, these interconnecting points reveal them-
selves by the sharp spikes in the reflection signal. Fig-
ure 1 shows such an optical time-delay reflectometer
measurement on the two designated fibers that link JILA
Fig. 1. Optical time-delay reflectometer measurement of the fi-
ber link between JILA and NIST Boulder laboratories, showing
the various interconnects along the link as exposed in the peaks
of the reflected signal. The round-trip distance between the re-
spective JILA and NIST laboratories is 6.89 km.
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and NIST, displaying a number of round-trip times asso-
ciated with the distances of the various interfaces from
the JILA measurement origin. It is clear from the figure
that the link between the JILA laboratory and the NIST
laboratory is ;3.45 km long, and it includes four main
junction boxes. The optical loss at 1.3 mm for the JILA–
NIST–JILA round trip is 213 dB, most of which comes
from the connections at these junction boxes.
2. TRANSMISSION OF RADIO FREQUENCY
STANDARDS
The transmission of a hydrogen maser-based rf standard
from NIST to JILA is accomplished by amplitude modula-
tion of the light from a laser diode before it is launched
into the BRAN fiber from a transmitter, as shown in Fig.
2. A high-power (30-mW) single-mode distributed-
feedback laser, lasing at 1.3 mm, serves as the light
source. The light is first coupled into an optical fiber and
then into a high-speed, Mach–Zehnder modulator capable
of intensity modulation of the light with a rf signal at fre-
quencies up to 12 GHz. Part of the light that exits the
modulator is split off by use of a coupler so that the dc in-
tensity, and also the modulation signal being sent into the
fiber, can be monitored. The bias on the modulator is set
such that half of the dc optical power is transmitted. The
bias point is stabilized to the half-power point by use of an
active servo (see Fig. 2, inset). Under typical conditions,
the dc optical power sent into the fiber is a few milliwatts,
modulated from approximately 750 MHz to 1 GHz with a
modulation index of approximately 10%. The rf signal is
derived from a low phase-noise rf synthesizer that is ref-
erenced to the NIST ST-22 hydrogen maser. The value of
the NIST synthesizer frequency can be set remotely from
JILA by use of a web-based automation program.
To monitor the fiber-induced phase and frequency noise
in the transmitted rf signal, we directly compare the
original rf signal at NIST with the one that goes through
the NIST–JILA–NIST round trip. The comparison is
performed by use of two approaches: (1) by homodyne
detection of the phase difference between the round-trip
signal and the original source signal, and (2) by counting
the frequency of a heterodyne beat between the round-
trip signal and the original signal that has been frequency
shifted by 10 kHz with a single-sideband-generation rf in-
terferometer. Figure 3 presents a 16-h record of the out-
put (left vertical axis) from a phase detector (a doubly bal-
anced mixer). The slow time variation of the measured
phase difference is much less than p and is consistent
with the phase change expected from an ;0.25 °C varia-
tion of the fiber temperature over the same time window.
For the 1-GHz modulation frequency used in this particu-
lar measurement, the long-term phase ramping would
lead to a fractional frequency shift of ,2 3 10215. We
also note that phase variations of smaller amplitudes but
on much shorter time scales could lead to a larger frac-
tional frequency offset during those particular measure-
ment periods. Hence we have converted the phase varia-
tion record into the associated fractional frequency
changes by differentiating the phase against time. The
result is also presented in Fig. 3 by use of the right verti-
cal axis. The fractional frequency changes are normally
less than ;4 3 10214.
Frequency-counting results are displayed in Fig. 4 in
the form of the Allan deviation.13 For this experiment,
the original rf signal is split into two copies, one takes a
round trip through the fiber media, while the other is sent
into a single-sideband-generation rf interferometer to
shift its frequency by 10 kHz. The heterodyne beat be-
tween the two signals produces a 10-kHz signal that is
suitable for high-resolution frequency counting. Two sets
of data are included under identical experimental condi-
tions, except that in the first case, a 2-m-long fiber is
used, whereas the BRAN fiber is used in the second case.
Fig. 2. Schematic of the rf transmission system from NIST to
JILA. The inset shows the actively maintained dc bias point for
the light power launched into the BRAN fiber.
Fig. 3. Dark curve indicates the homodyne detection of phase
fluctuations in the NIST–JILA–NIST fiber transmission channel
taken over a 16-h period. The corresponding fractional fre-
quency change of the 1-GHz rf signal is also shown with respect
to the right vertical axis for an averaging time of 10 s.
Fig. 4. Measured instability of amplitude-modulated light
transmitted through a short (;2-m) fiber (squares) and through
a round trip of the BRAN fiber (diamonds). The rf modulation
signal carried by the fiber-transmitted light is heterodyne de-
tected against the original signal source, which has been fre-
quency shifted by 10 kHz by means of a single-sideband-
generation rf interferometer.
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The short fiber measurement allows one to evaluate the
instability level of the rf modulation and detection sys-
tem, shown as squares in Fig. 4. The added noise that is
due to the BRAN fiber transfer can be clearly seen in Fig.
4, represented by the vertical offset between the dia-
monds and the squares. This fiber-induced additional
fractional frequency noise is approximately 2 3 10213 at
1-s averaging time and 1 – 2 3 10214 between 100 and
1000 s for a rf signal transfer by amplitude modulation of
an optical carrier.
The transmitted maser-based rf signal is received at
JILA by a fast Ge avalanche photodiode followed by ap-
propriate signal conditioning. The resulting signal-to-
noise ratio (SNR) of the rf signal is typically more than 70
dB in a 300-kHz bandwidth and is sufficiently high for the
intended use as one of the main rf standards at JILA.
This maser-based rf reference is more stable than most of
the JILA rf standards, including a Rb atomic clock, a Cs
atomic clock, and a stable low-phase-noise quartz oscilla-
tor. These rf signals have served as references for stabi-
lization of the repetition frequency ( frep) of the femto-
second laser comb used for absolute optical frequency
measurements.14–16 They have also been used for fre-
quency comparisons against optically derived rf signals
through the femtosecond comb.10
A diode-pumped all-solid-state Nd:YAG laser stabilized
on an I2 hyperfine transition at 532 nm has a demon-
strated frequency instability of ;4 3 10214 at 1 s. By
referencing to the maser standard, the comb-based fre-
quency measurement of this optical transition produces a
significant improvement over the previous Cs-based
work, although the maser’s instability still limits the
measurement precision at the short term.12 Figure 5 dis-
plays a record (.6 h) of the optical frequency measure-
ment with a (fiber-transferred) maser-referenced 750-
MHz femtosecond optical comb. The initial drift seen in
the data of the top panel was related to the changing re-
sidual amplitude modulation present in the (frequency-)
modulation-transfer-based saturated absorption I2 spec-
trometer. With the residual amplitude modulation stabi-
lized, the frequency measurement result becomes rather
stable, as indicated by the data after ;4000 s. Allan de-
viations (beyond 10-s averaging time) determined from
the data in a juxtaposed manner are shown in the bottom
panel, with the result represented by filled circles corre-
sponding to the selected stable data and the open squares
to the whole data set. Allan deviations for averaging
times below 10 s are obtained from separate data runs
where the measurement times correspond to the actual
counter gate times. The measured instability at 1 s is
5.4 3 10213, slightly higher than the values shown in
Figs. 4 and 6. However, a longer gate time quickly aver-
ages away the white phase noise presented in the beat, in
a 1/t fashion, up to 10 s. We also note that the instability
level at the averaging times of 100–1000 s is similar to
that shown in Fig. 4, although in Fig. 5 only the one-way
part of the fiber-induced phase noise plays a role in the
measurement instability.
Instead of supplying a rf standard to stabilize the frep of
the femtosecond comb, one can also use an optical fre-
quency standard to stabilize frep , thus establishing an op-
tically based atomic clock. We have indeed derived such
a rf signal in frep from the I2 optical standard. (For a de-
tailed discussion of an I2 optical clock, refer to Ref. 10).
An ideal situation would be if the rf signal derived from
the optical standard possessed the same level of stability
as that of the optical standard itself. In other words, the
transfer process from the optical to the rf domain should
introduce only negligible noise. This situation can be
probed by building two femtosecond comb systems that
are referenced to the same high-quality optical frequency
standard. Heterodyne beat in the optical domain and the
rf domain would be expected to produce the same level of
stability in an ideal situation. Tests along this line are
ongoing at NIST.17,18 On the other hand, a maser-based
rf standard can already provide a useful check of the qual-
ity of an optical clock at the 10213 and 10214 levels. The
Fig. 5. Measured instability between the JILA iodine standard
and the transmitted hydrogen maser-based signal from NIST by
use of a femtosecond frequency comb. Top panel shows the mea-
sured optical frequency for a 10-s gate time and the bottom panel
shows the associated Allan deviation.
Fig. 6. Top panel, 3-h time record of the beat frequency between
the BRAN-delivered maser-based signal and the frep of a femto-
second comb stabilized to an I2-based optical frequency standard
(I2 optical clock). Bottom panel, corresponding Allan deviation
determined from a few such beat records. (Data for the averag-
ing times between 1 and 20 s were obtained from separate beat
records with correspondingly varying gate times.) The NIST ma-
ser model is also shown.
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top panel in Fig. 6 shows the recorded beat frequency be-
tween the BRAN-delivered maser signal and the JILA I2
optical clock that runs continuously over several hours.
We have accumulated a few such beat records, and the av-
eraged Allan deviation is shown in the bottom panel of
Fig. 6, starting from the 20-s averaging time in a juxta-
posed manner. At shorter averaging times, below 20 s,
we find it is important to use counter gate times that cor-
respond to the actually quoted averaging times to avoid
dead-time-related sampling noise. It is again noted that
the Allan deviation between 100 and 1000 s is similar to
those reported in Figs. 4 and 5.
3. TRANSMISSION OF OPTICAL
FREQUENCY STANDARD
The BRAN fiber link also allows parallel transmission of
the I2-based optical frequency standard from JILA to
NIST, along with the rf signal transfer. Of course, the
wavelength of the Nd:YAG laser at 1.06 mm, which is be-
low the cutoff wavelength for single-mode propagation in
the fiber, is not ideal for the BRAN fiber transmission.
Only approximately 5% of the launched optical power is
delivered to NIST from JILA after additional losses at
connectors and splices. However, the available power is
enough for optical frequency measurements by use of a
femtosecond comb system at NIST,19 which can be carried
out simultaneously with measurements at JILA. Al-
though running at different repetition frequencies, both
JILA and NIST femtosecond comb systems use maser-
based signals for frep stabilization. Figure 7 presents si-
multaneous frequency measurement of the I2 optical
standard at both JILA and NIST. The JILA part of the
data is the same as that shown in the beginning section of
the top panel in Fig. 5. The agreement in frequency mea-
surement over the entire measurement period between
the two different comb systems linked by the BRAN fiber
maser signal is ;2 Hz (a fraction of 7 3 10215 of the mea-
sured optical frequency), with a statistical uncertainty of
28 Hz, in large part caused by the I2 drift. However, if
only the data measured simultaneously (within 10 s) are
compared, the difference between the two comb results is
0.74 Hz, with a standard deviation of 9.1 Hz, limited ba-
sically by the averaging time. This result represents a
significant improvement over our previous effort of coor-
dinated JILA and NIST comb measurements by use of a
GPS-corrected Cs clock for frep stabilization. In the ear-
lier work the disagreement between the two comb mea-
surements was at the level of a few tens of hertz, limited
by the impractically long averaging times needed to reach
the high precision level, starting from 5 3 10212 at 1 s
with the Cs standard.
Another informative experiment is to compare the
short-term instability of the JILA I2 optical standard with
that of the local oscillator of the single mercury-ion-based
optical standard at NIST. The basic setup for this test is
shown in Fig. 8. A highly cavity-stabilized dye laser at
563 nm (532 THz) with a linewidth of less than 1 Hz (Ref.
5) serves as the optical reference for the frequency comb
at NIST. The frequency-doubled output of this laser is
used to probe the 6-Hz-wide optical transition of the
trapped Hg1. With the linear drift removed, the short-
term (1–10-s) fractional frequency instability of this
cavity-stabilized laser is <5 3 10216. Transmission of
this stable light through a 180-m-long optical fiber to the
femtosecond laser apparatus broadens its linewidth and
increases its instability to the level of 4 3 10215 for mea-
surement times of 1–100 s, beyond which point the fiber-
induced fluctuations begin to average down approxi-
mately as 1/t.9 A Doppler cancellation scheme similar to
that employed on the much longer 3.45-km BRAN fiber
link has been implemented (see Section 4) that effectively
reduces the fiber-induced fluctuations to the level of
1 3 10217/t. However, for the measurements presented
in this section, it was not necessary to employ the noise-
cancellation servo for either fiber system.
Fig. 7. Simultaneous femtosecond comb-based measurements of
JILA’s iodine standard versus the NIST maser reference. Mea-
surements made at JILA and NIST both use 10-s gate time per
sample, averaged over ten samples. Agreement between the
two measurements is within 0.74 Hz, with a standard deviation
of 9.1 Hz at 100-s averaging time. The most likely cause of in-
stability between the two comb measurements is due to the noise
introduced by the transmission of the maser reference frequency.
(CIPM: International Committee for Weights and Measures.)
Fig. 8. Experimental setup for comparison of two remotely lo-
cated optical frequency standards with the NIST femtosecond
comb as the flywheel. The rf transmission channel is also
shown.
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The connection across the 250-THz frequency gap be-
tween the Hg1 and the I2 optical standards is provided by
a broadband femtosecond-laser-based optical frequency
comb. The frequency fn of any tooth of this frequency
comb can be expressed as fn 5 fo 1 nfrep , where n is an
integer, frep is the spacing of the comb elements, and fo is
an offset common to all elements. We used the self-
referencing technique20,21 to determine fo , which is then
phase locked to a stable rf signal synthesized from the hy-
drogen maser. With fo fixed in this manner, we control
the comb’s other degree of freedom ( frep) by measuring
and phase locking the heterodyne beat between one ele-
ment of the comb at 563 nm and the optical local oscillator
for the Hg1 standard.
Once the frequency comb is controlled by the Hg1 local
oscillator, an optical heterodyne beat between another el-
ement of the comb at 1064 nm and the I2 standard is
counted and recorded. During these measurements the
cavity-stabilized optical local oscillator for Hg1 was not
locked to the ion transition itself. The drift associated
with the local oscillator (that is due to the optical refer-
ence cavity) was calibrated by the maser and removed
from the measurement. The SNR of the optical beat was
observed to fluctuate between 10 and 30 dB (in 300-kHz
bandwidth) as the birefringence of the BRAN fiber link
drifted. We therefore used a voltage-controlled oscillator
to track this beat to provide a constant amplitude signal
for reliable counting. The resultant counting record of
this optical heterodyne beat frequency is displayed as
filled circles in the top panel in Fig. 9. A 10-kHz hetero-
dyne beat between the stabilized frep at NIST and a stable
rf signal synthesized from the hydrogen maser is also re-
corded with a frequency counter, with the result shown as
open circles in the same top panel. The bottom panel
shows the Allan deviation determined, respectively, from
the two data sets, indicated by the same symbols as in the
top panel. For comparison, we also included the Allan
deviation (shown as open squares) determined from het-
erodyne beats between two similar I2 standards at JILA.
It is satisfactory to observe that the two optical diagnos-
tics of the I2 standard are in such close agreement. We
can illustrate the stability advantage one gains in using
optical standards by comparing the optical-based mea-
surement to the microwave-based measurement. We
also note that, although the BRAN fiber transmission in-
volves no active noise cancellation for this particular ex-
periment, the passive stability of the 3.45-km-long fiber is
apparently just good enough to support the transmission
of the I2 optical standard.
The additional instability associated with the fiber
transmission of the optical carrier is not revealed in the
above measurement. A direct heterodyne beat measure-
ment between the outgoing and the returned optical sig-
nals finds a transmission (JILA–NIST–JILA) instability
of ;7.5 3 10215 for the optical carrier at 10-s averaging
time (see Fig. 12 in Section 4). This transmission insta-
bility is approximately three times lower than that asso-
ciated with the rf signal transfer, which is measured (at
10 s) to be ;2.5 3 10214 for the round trip (Fig. 4). We
suspect that the rf modulation technique could suffer
from some excess noise associated with differential phase
shifts between the optical carrier and its sidebands. We
plan to carry out further measurements to confirm this
hypothesis. Table 1 lists an instability budget for some
of the elements in the system, all measured at 10-s aver-
aging time.
4. ACTIVE CANCELLATION OF FIBER-
INDUCED OPTICAL PHASE NOISE
Stability and accuracy of optical frequency standards are
expected to advance to unprecedented levels in the near
Fig. 9. Optical measurement between the I2 and the Hg
1 stan-
dards is shown as filled circles and the maser-based rf measure-
ment of the optical standard is shown as open circles. Top
panel, time records of the beat frequency; bottom panel, the as-
sociated Allan deviations.
Table 1. Instabilities of Various Elements in the Fiber-Transfer System,
All Measured at 10-s Averaging Time
Elements Instability
I2 optical standard 2 3 10
214 (Fig. 9)
Hg1 local oscillator 5 3 10216 (independently verified)
Optical transfer (JILA–NIST–JILA) 7.5 3 10215; 1.3 3 10215 (stabilized) (Fig. 12)
Synthesizer (tracking) 1.5 3 10214 (independently verified)
NIST maser ST-22 4 3 10214 (independently verified)
Maser transfer (NIST–JILA–NIST) 2.5 3 10214 (Fig. 4)
Maser transfer (NIST–JILA) 2 3 10214 (Fig. 6)
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future.22 To accommodate the need for effective distribu-
tion and comparison of these standards, active cancella-
tion of fiber-induced phase noise should be explored to im-
prove the transfer process. One avenue is to actively
measure and cancel the noise on the rf signal that is used
in the modulation process of an optical carrier. This is
the approach adopted in the NASA work.2 However,
with the availability of the femtosecond comb system, it is
now entirely practical and even advantageous to use an
optical frequency itself as the carrier of the time and fre-
quency information. One can employ the demonstrated
high-accuracy comb systems at the two ends of the fiber to
derive the rf signals, if necessary. Some intercompari-
sons can be performed entirely in the optical domain,
such as the one described in Section 3. In this case it is
the optical phase that needs to be stabilized. As pointed
out in Section 1, such a Doppler cancellation scheme ex-
ists, with demonstrated performance in laboratory set-
tings that shows the effective removal of optical phase-
noise down to the measurement resolution. Work with
BRAN fiber illustrates some of the possibilities and chal-
lenges one encounters in a longer fiber link that traverses
a typical urban setting.
Figure 10 shows a simplified schematic of active fiber
cancellation of optical phase noise induced by the BRAN
fiber. The goal is to deliver the optical signal from JILA
to NIST with stable and long-term phase coherence. Be-
cause of the low transmission efficiency of the fiber at
1.064 mm, we phase lock a second Nd:YAG laser to the one
that is stabilized on the I2 transition to provide a suffi-
cient amount of power from the second laser for launch
into the fiber. However, the input power to the fiber is
typically set around 70 mW, limited by Brillouin back-
scattering, which has a threshold near 90 mW. The
single-pass transmission efficiency for the launched
power is approximately 5%.
For noise processes that are stationary relative to the
light travel time, the fiber phase noise accumulated over
one round trip is twice that for a one-way transit. We
use this fact to detect and cancel the fiber phase noise.
To isolate the signal returned from the remote end we en-
code it at the far end by shifting the optical carrier fre-
quency by a known amount using an acousto-optic modu-
lator (AOM 2). At the source end we then detect the
heterodyne beat between the returned light and the out-
going laser beam into the fiber. Because BRAN is not a
polarization-maintaining fiber, this beat signal shows a
certain amount of fluctuation in amplitude. We therefore
use a rf tracking filter, consisting of a voltage-controlled
oscillator and a digital phase-locked loop, to regenerate a
stable beat signal. If we feed this beat signal, which con-
tains the round-trip phase noise, into the AOM in front of
the fiber (AOM 1), with a negative sign, we cancel the
round-trip phase noise and we can recover a clean optical
signal back at JILA after the JILA–NIST–JILA round
trip. If we instead feed only half of the phase informa-
tion contained in the beat signal (this can be accom-
plished by a digital frequency divider), again with a nega-
tive sign, into AOM 1, then at the remote end at NIST we
will be able to recover a clean optical signal, ideally an ex-
act copy of what is sent into the fiber at JILA.
To verify that this fiber cancellation scheme indeed ac-
complishes the desired goal, we first test the effect of can-
cellation of the round-trip phase noise. This task is more
straightforward to carry out, as all tests can be done at
the fiber input end. We start by analyzing the linewidth
of a heterodyne beat signal between the original laser
beam (before AOM 1) and the returned light. Of course
the delayed self-heterodyne technique is an established
method for laser linewidth measurement when the delay
time far exceeds the laser field coherence time. At the
other extreme, when the delay time is much shorter than
the laser coherence time, then the beat linewidth is basi-
cally represented by a spectral delta function, modulated
by delay time fluctuations in the fiber loop. When the de-
lay time and the laser coherence time are comparable, the
beat line shape takes the form of a spectral delta function
sitting on top of a modified Lorentzian pedestal. This
last situation corresponds to our experimental condition
for which both the fiber round-trip delay and the laser co-
herence time are ;33 ms. However, because of the phase
noise accumulated during the 6.9-km round trip through
the BRAN fiber, the central delta function component is
broadened to approximately 2 kHz. This effect is shown
as the dotted curve in Fig. 11, where a fast Fourier trans-
form signal analyzer has been employed to reveal the
linewidth of the heterodyne beat signal. We obtained the
50-kHz line-center frequency of the signal by mixing the
optical heterodyne beat with an appropriately tuned aux-
iliary rf signal. This step of signal processing is neces-
sary for enhanced resolution in the spectral analysis.
When the fiber noise-cancellation system is activated, we
recover a narrow spectral peak on top of the pedestal, as
shown in Fig. 11. Within the cancellation servo band-
width of ;3 kHz, the laser field is mainly coherent on the
time scale of the fiber delay, and so the noise cancellation
acts primarily on the fiber-induced noise. However, for
noise processes that have faster Fourier frequencies, the
cancellation servo loop can actually mistakenly interpret
the laser noise as if it were the fiber noise. The result is
the increased noise level at these higher Fourier frequen-
cies, leading to the formation of a pedestal. One can ap-
preciate the effect of fiber noise cancellation if we take a
high-resolution scan of the beat spectrum. As the inset
in Fig. 11 indicates, when we zoom in around the beat sig-
nal with a full span of only 1 kHz and a resolution band-
width of 0.048 Hz, we observe only a white-noise floor
when the round-trip fiber noise is not cancelled. If we
turn on the active noise cancellation, we recover a sharp
coherent linewidth of 0.05 Hz, essentially limited by the
Fig. 10. Active cancellation of the optical phase noise induced
by the BRAN fiber. The first-order diffracted beam is used after
each AOM. The phase servo electronics can provide accurate
cancellation of the single-pass fiber phase noise, based on the
measured round-trip deviations.
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analyzer resolution bandwidth. It is satisfying to see the
good SNR of the beat even though one would expect that
the close-in noise near the carrier would be exposed by
such a small resolution bandwidth. We also deliberately
put noise on the original laser to further decrease its co-
herence time. This leads to further broadening of the
pedestal without any effect on the coherent peak in the
middle. The peak height can be reduced, of course, be-
cause of the spread of the central carrier power to the
noise sidebands in the pedestal.
Frequency counting of the heterodyne beat signal is
also recorded, with the results shown in Fig. 12. The top
panel at left shows a counting standard deviation of 5.4
Hz at a 1-s counter gate time, when the fiber noise is un-
compensated. The bottom panel shows the counting
record when the fiber noise is canceled, now with a stan-
dard deviation of 0.9 Hz. Allan deviations determined
from these two time records are shown at right in Fig. 12.
After phase compensation, the round-trip transfer process
exhibits an instability of 3 3 10215 at 1-s integration time
and averages down ;t 21/2. We emphasize that such
performance is limited by the actual SNR available in the
heterodyne beat, which is less than ideal in the present
situation because of the mismatch between the fiber and
the propagation wavelength.
We have also stabilized the one-way fiber transmission
phase between JILA and NIST. However, our current ex-
perimental condition is not yet ready to reveal the benefit
of such a system. As indicated by the Allan deviation of
the uncompensated case in Fig. 12, the passive fiber
transmission would support a stability measurement of
2 – 3 3 10214 at 1 s, which is actually slightly better than
the stability of the present I2 standard at JILA. With an
improved I2 system
23 and other highly stable optical stan-
dards such as Ca or Hg1 at NIST, such a stable optical
link between JILA and NIST will be indispensable.
5. CONCLUSIONS
Fiber-based communication networks will play an in-
creasingly important role in dissemination of future time
and frequency standards, in particular for the emerging
optically based frequency standards and clocks. Our
purpose in this paper was to document the coordinated ef-
forts of JILA, NIST, and BIPM in transferring highly
stable rf and optical frequency standards over an in-
stalled optical dark fiber link. To the best of our knowl-
edge the work reported represents the first phase coher-
ent transfer of an optical frequency standard over a
commercial fiber link of kilometer-scale length. Active
phase compensation is implemented to eliminate fiber-
induced propagation noise and the resultant instability of
the transfer process is limited to <3 3 10215 at 1-s aver-
aging time. It is clear that, with the help of femtosecond
comb systems, the direct use of an optical carrier for time
and frequency distributions can be significantly more ad-
vantageous than the traditional modulation approaches
in the rf domain. The transferred optical frequency sig-
nal can be measured directly and simultaneously at both
the sending and receiving ends, representing a new class
of coherent optical communication. Simultaneous use of
the optical phase and rf modulation could also prove to be
fruitful with new tools in mode-locked fiber lasers and di-
ode lasers that operate within the telecommunication
wavelength range.24,25 In principle, a fiber-based active
noise-cancellation system such as the one reported in this
paper does not necessarily have to be restricted to a local
area network. For example, if the active noise-
cancellation bandwidth one employs is less than 100 Hz,
which might be sufficient for fiber bundles buried in envi-
ronmentally stable underground conduits, then 20 or so
fiber noise-cancellation stations (let us call them coher-
ence restoration repeaters) should be able to relay stable
optical standards from Boulder, Colorado, to Washington
D.C.
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